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Louis% Virginia 23093

Dear Mr. DeBrouse:

On November 10 and 15, 1999, a Food and Drug Administration (FDA) Investigator conducted an
inspection and collected information that revealed a serious regulatory problem involving a product
made and marketed by your firm known as “Body Vibes System I & II.”

Under a United States Federal law, the Federal Food, Drug, and Cosmetic Act (the Act), this product is
considered to be a medical device because it is used to diagnose or treat a medical condition or to affect
the structure or function of the body (Section201 (h) of the Act). The law requires that manufacturers of
medical devices obtain marketing clearance for their products from FDA before they offer them for sale.
This helps protect the public health by ensuring that new medical devices have been shown to be both
safe and effective or substantially equivalent to other devices already legally marketed in this country.

Our records do not show that you obtained marketing clearance before you began offering your product
for sale. The type of-information you need to submit in order to obtain this clearance can be obtained by
contacting our Division of Small Manufacturers Assistance (DSMA) at 1-(800) 638-2041, or by FAX at
(301) 443-8818, and requesting the New Manufacturers Information package. The FDA will evaluate
the information you submit and decide if your product maybe legally marketed.

Because you do not have clearance from FDA, marketing your product is a violation of the law. In legal
terms, the product is misbranded within the meaning of Section 502(0) and adulterated under Section
501(f)(l)(B) of the Act. Your product is misbranded under the Act because it is manufactured in an
establishment not duly registered under Section 510, is not included in a list required by Section 510(j),
and because information has not been provided to FDA to show that your device is substantially
equivalent to other devices that are legally marketed, as required by Section 510(k).

Until your device is determined by FDA to be substantially equivalent, it is classified by statute as a
Class III device. As such, your product is adulterated within the meaning of Section 501(f)(l)(B), in
that it is a Class 111device under Section 513(f) and does not have an approved application for
pre-market approval in effect pursuant to Section 515(a), or an approved application for an
investigational device exemption under Section 520(g).
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Your prod*tii’&o misb#&l+d within the meaning of Section 502(a), in that the labeling (i.e., the
Compact diw label(h~t,,@~b&k), promotional pamphlet, and lit~rature) represents or suggests that the
devi~:~i$,~&@te, @effwtive for the diagnosis, treatment, or prevention of diseases or conditions,
including, but not Ii&ted to, parasites, cancer and diabetes. These representations or suggestions are
false and misleading, or otherwise contrary to fact because the device is not adequate or effective for
such purposes. For your information, see the enclosed attachment which describes the labeling claims
that cause your product to be misbranded.

Additionally, your product is misbranded within the meaning of Section 502(f)(l), in that the labeling
ftils to bear adequate directions for use. Adequate directions cannot be written for the diagnosis,
treatmen~ or prevention of diseases or conditions for which Me device cannot adequately and effectively
treat.

Lastly, your product is misbranded within the meaning of Section 502(f)(l), in that it is a prescription
device, which can only be safely used under the supervision of a licensed practitioner and it does not
meet the requirements applicable to prescription devices found in Section 801.109 of Title 21 of the
Code of Federal Remdations.

You should know t@t t&~ ~~~ violations of the law may result in FDA taking regulatory action
without furtherhotice W,~oh.’‘l%ese actions include, but are not limited tb, seizure of your product
inventory, olitiining+a c&t injimction against fbrther marketing of the pioduc~ oi assessing civil money
penalties. Additionally, Federal agencies are informed about the Warning Letters we issue, so that they
may consider this information when awarding government contracts.

Please noti~ this ofllce in writing, within fifteen (15) working days of receipt of this letter, as to the
specific steps you have taken to correct the noted violations and to prevent their recurrence, including
the timefiarne within which the corrections will be completed. If corrective action cannot be completed
within 15 working days, state the reason for the delay and the time within which the corrections will be
implemented.

You should underst&d that there are many FDA requirements pertai&g to the manufacture and
marketing of medic~–devices. This letter addresses issues relating to pre-market clearance and the
registration and listing of your device, and does not necessarily address other obligations you may have
under the law. You may obtain general itiormation regarding FDA’s requirements for manufacturers of
medical devices by contacting DSMA or through the Internet at htnx//www.fda.~ov.

If you have more specific questions about the content of this letter, please feel he to contact
Scott MacIntire, Compliance Ofllcer, at (804) 379-1627, extension 14.

Sincerely,

Attachment

Roberta F. Wagner
Acting Director, Baltimore District


